The main goal of present work is analytical characterization of standard dental implants broadly used by Brazilian den-
INTRODUCTION
The dental implant is a prosthetic device used to fill the space without the tooth and reestablish the patient's masticatory function. It needs to have high biocompatibility, optimal integration to the tissues and good transmission of the functional forces to the bone [1] . Usually the dental implants are made of a Ti alloy with stabilizing elements such as Al, V, Ni, Fe, Cu, Co and Zn. These phase stabilizers have the function of imparting mechanical resistance to chewing forces and corrosion resistance [2, 3] .
However, some of these elements can be toxic to the human body. Aluminium may be associated with Alzheimer's disease and its ions may cause desquamation of the respiratory tract mucosa and impair the production of blood cells due to exposure of body fluids for long periods [4] . Dental implants must present high biocompatibility to the living tissue. The same has to occur with the material interaction with peri-implant tissue and even tissues distant from the site of implantation because toxic reactions are likely to occur according to the metal and its oxidation rate [6] .
This issue goes back to the classification of metallic alloys according to phase stabilizing elements such as Aluminum (Al), Vanadium (V), Nickel (Ni), Iron (Fe), Copper (Cu), Cobalt (Co), Zinc (Zn), among others [3] . In Brazil, the National Health Surveillance Agency (ANVISA), does not require any identification of the elements that may be part of the alloy composition and / or surface treatment of dental implants. The only requirement is to be classified as Class III (invasive, long term use, and don't produce harmful biological health effects) [7] .
So, in the area of implantology, the issues of health risks are treated and studied according to the biocompatibility of implantable materials, as in the case of dental implant alloys. Clinical trials show that no implantable material has been completely free to cause adverse reactions in the human body [5, 8] . In this sense, several studies related to clinical experiences regarding toxicity potential have reported that, most metals can affect multiple organic systems by oxidation (liberation of ions). Implantable engineering analysis includes the design optimization, considerations related to the model, the type of biomaterial used in manufacturing and restrictions on materials that can be safely used [6] .
The American Society of Metals establish the reference limit of 98.635% to 99.5% of Ti, for the metal alloy used in dental implants manufacturing to be considered as commercially pure (cpTi) titanium (ASM,1990) [12] . According to the American Society for Testing and Materials (ASTM), Al and V should not be present in cpTi and in agreement with the National Institute of Standards and Technology (NIST), the presence of Al should be lower than 0.01% and V should be of 0.009 ± 0.001% [13-15].
The Energy Dispersive X-ray Fluorescence Spectroscopy (EDXRF) technique allows to analyze the elemental composition and quantifying samples from different matrices. This method gives a possibility to perform the qualitative and quantitative analysis of the materials using the spectra of the characteristic X-rays emitted by chemical elements present in the metal samples [9] . Thus, the present study sought to evaluate the type of implant materials available for the research and to correlate its elemental composition to the issues cited.
MATERIALS AND METHODS
For the characterization of the elements present in the samples of dental implants, two EDXRF equipment were used: one located at Laboratory of Applied Nuclear Physics of UTFPR and other at the Institute of Physics of the University State of Rio de Janeiro (UERJ). The samples used in this research were 13 dental implants already used and without model or brand registration (Figure 1 ). 
Figure 2: Two models of Amptek experimenter kit equipped with X-ray tubes with Ag and Au targets
For the qualitative and quantitative analysis, the Ag tube and the Au tube were used. For the analysis, he samples were submitted to 30 kV, 15 µA e 900 s (Ag tube) and 40 kV, 15 µA e 900 s (Au tube) with 0.5 mm collimator and 1.0 cm distance between the tube-detector set and the sample. 
RESULTS AND DISCUSSION
The measurements with the different tubes of the Mini-X equipment showed better efficiency with the use of the Au target and 0.5 mm collimator ( Figure 5 ). These results were confirmed by the Mo target ( Figure 6 ). The dental implants elemental composition determined by EDXRF analysis shows Ti-Al-V alloy with addition of Fe, Ni, Cu e Zn. The concentration of Ti in studied dental implants obtained by the elementary characterization varied between 93.35 ± 0.17% and 95.34 ± 0.19 %.
These values are considered below the reference limit of 98.635% to 99.5% for cpTi alloy, established by Association of metals centric materials engineers and scientists Society (ASM). 
CONCLUSION
The quantitative analysis of obtained experimental results and elementary characterization of the dental implants show that the best accuracy and precision were reached with X-Ray tube with Au target and collimator of 0.5 mm. Performed analysis of experimental data shows that the dental implant materials cannot be categorized as cpTi alloys and very probably they were manufactured using Ti-Al-V alloy, which contained trace elements such as Fe, Ni, Cu and Zn. However, diverse biological responses to these materials depend on whether they release their components and whether those components are toxic, for example, the Al may be associated with Alzheimer's disease. In this regard, it is important to conclude that the biocompatibility of medical implant materi-als requires further continues studies in order to minimize risks for patients as well as to improve their performance.
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